This study aimed to develop and evaluate the ECO-friendly Mg-5Zn-0.5Zr (ECO505) alloy for application in dental-guided bone regeneration (GBR). The microstructure and surface properties of biomedical Mg materials greatly influence anti-corrosion performance and biocompatibility. Accordingly, for the purpose of microstructure and surface modification, heat treatments and surface coatings were chosen to provide varied functional characteristics. We developed and integrated both an optimized solution heat-treatment condition and surface fluoride coating technique to fabricate a Mg-based regeneration membrane. The heat-treated Mg regeneration membrane (ARRm-H380) and duplex-treated regeneration membrane group (ARRm-H380-F24 h) were thoroughly investigated to characterize the mechanical properties, as well as the in vitro corrosion and in vivo degradation behaviors. Significant enhancement in ductility and corrosion resistance for the ARRm-H380 was obtained through the optimized solid-solution heat treatment; meanwhile, the corrosion resistance of ARRm-H380-F24 h showed further improvement, resulting in superior substrate integrity. In addition, the ARRm-H380 provided the proper amount of Mg-ion concentration to accelerate bone growth in the early stage (more than 80% new bone formation). From a specific biomedical application point of view, these research results point out a successful manufacturing route and suggest that the heat treatment and duplex treatment could be employed to offer custom functional regeneration membranes for different clinical patients.
Introduction
Periodontitis is a bacterial-mediated inflammatory disease that can lead to damage of the periodontal ligament and gingival tissue, and may also cause alveolar bone resorption [1] . The prevalence of continuous periodontitis growth has been well documented in modern society [2] , and in many clinical reports, delaying therapy can eventually result in tooth loss and alveolar atrophy (especially for older patients) [3] . In such cases, the defect area must first be reconstructed before artificial tooth root implantation. To this end, guided bone regeneration (GBR) procedures have been noted as a reliable periodontal regeneration and alveolar augmentation therapy, and have registered high success rates in recent years [4] . Currently, there are two material systems for GBR procedures, namely degradable and non-degradable membrane materials [5] . With degradable regeneration membranes (usually made by poly-lactic acid (PLA) or collagen sheets), secondary surgery for implant
The final thickness of the as-rolled ECO505 regeneration membrane (named as ARRm) samples was controlled at 0.4 mm (as shown in Figure 1 ). 
Heat Treatment Modification
The ARRm samples were processed into a circular thin foil (12.7 mm in diameter). Solution heat treatment of the ARRm samples was carried out in a tubular vacuum furnace at 380 °C for 1, 2, 4 and 10 h, respectively. After heat treatment, the samples were water quenched at room temperature. The names for the solution heat-treated samples were assigned by heating time as follows: ARRm-380 °C_1 h, ARRm-380 °C_2 h, ARRm-380 °C_4 h and ARRm-380 °C_10 h. The name of the final optimized condition was replaced by ARRm-H380 to show its representative meaning.
Surface Fluoride Coating
The surfaces of the ARRm and ARRm-H380 samples were coated with a protective MgF2 layer. Prior to the coating process, all samples were polished successively with 200 to 8000 grit using SiC sandpaper. The polished specimens were rinsed in acetone and ethanol, and subsequently dried in a stream of dry air. The fluoride conversion treatment followed the suggested procedure from a previously published report, which involved the samples being soaked in 42 wt. % HF and placed in an orbital shaker at 90 rpm for 24 h [20] . After the samples were removed from the HF conversion bath, they were rinsed twice with absolute ethanol and dried. Names for the MgF2-coated samples were assigned according to treatment history, and hereafter referred to as ARRm-F24 h and ARRm-H380-F24 h, respectively.
Materials Characterization
All samples (as-cast, as-extruded and ARRm) for microstructure characterization were ground and polished to 0.05 μm and finally etched by picric-acetic acid solution (4.2 g picric acid + 20 mL acetic acid + 80 mL ethanol). Optical microscopy (BX41-LED, Olympus, Tokyo, Japan) and scanning electron microscopy (JSM-6510LV, JEOL, Tokyo, Japan) with an energy dispersive spectrometer (EDS, INCA 350, Oxford Instrument, Oxford, UK) were used for microstructure characterization. The average grain size was determined according to the ASTM E112-96 standard. With the aim to 
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At least four samples are tested (Vicker's hardness and tensile test) for each group.
In Vitro Corrosion Test
The electrochemical corrosion mechanism and performance of the fluoride conversion coating were investigated using an electrochemical station (PARSTAT 2273, Princeton Applied Research, Oak Ridge, TN, USA). Polarization curves were measured using a classic three-electrode cell, where a saturated calomel electrode (SCE, +0.242 V vs. SHE) constituted the reference electrode with a Pt-coated Ti mesh as the counter-electrode. The area of the working electrode exposed to the electrolyte was controlled to within 1 cm 2 by a Teflon holder. The electrolyte used was revised simulated body fluid (r-SBF) solution (which per liter included 5.403 g of NaCl, 0.736 g of NaHCO 3 , 2.036 g of Na 2 CO 3 , 0.225 g of KCl, 0.182 g of K 2 HPO 4 , 0.310 g of MgCl 2 ·6H 2 O, 11.928 g of 4-(2-hydroxyethyl)-1-piperazineethanesulfonic acid (HEPES), 0.293 g of CaCl 2 , and 0.072 g of Na 2 SO 4 dissolved in deionized water) buffered at pH = 7.4 using HEPES and NaOH, with the environmental temperature controlled at 37 • C. Prior to conducting the experiment, nitrogen gas was bubbled through the r-SBF to remove dissolved oxygen. The polarization curve was acquired with a scanning rate of 1 mV s −1 from −1.8 V to −0.8 V.
To characterize the corrosion properties of the Mg-based regeneration membrane, two immersion corrosion examinations were used in this research. Firstly, the normal immersion corrosion (un-bent/r-SBF immersion) test was employed to measure the corrosion rates, behaviors and tendencies of the specimens in r-SBF by following the principle of ASTM G31-72. The r-SBF volume to surface area ratio was fixed at 20 mL/cm 2 . Secondly, the actual-simulated immersion corrosion (pre-bent/r-SBF immersion) test was employed to acquire the corrosion rates, behaviors and tendencies of the pre-bent specimens in r-SBF by a custom designed examination. For this examination, several PVC racks (1 cm width and 5 cm long) were used to act as alveolar bone, upon which the pre-bent specimens were fixed by nylon screws, as shown in Figure 2a . Then, the specimens were immersed into r-SBF. The r-SBF volume to surface area ratio of this custom designed examination was fixed at 50 mL/cm 2 . The experiments were held for 1 week in an isothermal incubator at 37 • C. The result is the average of five samples (n = 5). characterize the effects of heat treatment on matrix softening, Vicker's hardness measurements (HMV-G21, Shimadzu, Kyoto, Japan) were performed on the polished surface of the heat treated specimens with different treatment conditions, for which the loaded force was 100 g and the holding time was 10 s. Tensile test used a hydraulic-powered mechanical testing system (MTS-810, MTS Systems Corporation, Minneapolis, MN, USA) with a tensile speed of 1 mm/min. A typical dog-bone tensile specimen expressed with a gauge length of 20 mm, a gauge width of 7 mm and a thickness of 0.4 mm was selected for tensile test. At least four samples are tested (Vicker's hardness and tensile test) for each group.
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To characterize the corrosion properties of the Mg-based regeneration membrane, two immersion corrosion examinations were used in this research. Firstly, the normal immersion corrosion (un-bent/r-SBF immersion) test was employed to measure the corrosion rates, behaviors and tendencies of the specimens in r-SBF by following the principle of ASTM G31-72. The r-SBF volume to surface area ratio was fixed at 20 mL/cm 2 . Secondly, the actual-simulated immersion corrosion (pre-bent/r-SBF immersion) test was employed to acquire the corrosion rates, behaviors and tendencies of the pre-bent specimens in r-SBF by a custom designed examination. For this examination, several PVC racks (1 cm width and 5 cm long) were used to act as alveolar bone, upon which the pre-bent specimens were fixed by nylon screws, as shown in Figure 2a . Then, the specimens were immersed into r-SBF. The r-SBF volume to surface area ratio of this custom designed examination was fixed at 50 mL/cm 2 . The experiments were held for 1 week in an isothermal incubator at 37 °C. The result is the average of five samples (n = 5). (a) Custom designed pre-bent/corrosion device and specimens; (b) animal implantation model.
Animal Model and Cranial Implantation Experiments
In this study, the animal experiments and surgical procedure were approved by the Institutional Animal Care and Use Committee of National Cheng Kung University (approval No. 105258). Male-controlled Sprague Dawley (SD) rats were housed in an environmentally controlled animal feeding room (25 ± 1 • C, 40~70% humidity, with a regular 12 h light cycle per day) to an age of 12~14 weeks. All SD rats were randomly assigned to testing groups prior to surgery. General anesthesia was administered via an intra-abdominal injection of Zoletil 50 (Virbac, Carros, France) and Xylazine (Panion and BF Biotech Inc., Taipei, Taiwan) mixture (0.2 mg/100 g of Zoletil 50 and 0.5 mg/100 g of Xylazine); then, local infiltration anesthesia (xylocaine, 0.2 mL for each surgical incision) was performed at the surgical sites before surgery. An incision along the periphery of the skull was created to peel back to the anterior portion of the skull. Two 5 mm critical size defect (CSD) were drilled in the calvarial bone using a trephine bur and low speed handpiece (as shown in Figure 2b ). While drilling the cranial bone, sterilized saline was continuously injected to cool the drilling heat. The defects were covered with the regeneration membrane (a circular foil 7 mm in diameter and 0.4 mm thick) made by ECO505 raw material. Control and experimental groups (ARRm-H380 and ARRm-H380-F24 h) were employed to realize the applicability and performance of the regeneration membranes. After surgery, the wounds were closed by 5-0 non-absorbable silk sutures and antibiotics applied to prevent wound infection. At least four SD rats are examined for each group and time point (n = 4).
Micro-CT Analysis and 3D Image Reconstruction
To obtain both qualitative and quantitative data of the bone regeneration level within the CSD, a µ-CT (Skyscan 1076, Kontich, Belgium) was used to scan the cranial bone. The sham, ARRm-H380 and ARRm-H380-F24 h groups were measured at 4-week and 12-week time points. The voltage and X-ray current were controlled at 90 kV and 110 µA, respectively. The examined cranial bones and ECO505 regeneration membranes were scanned through a 360 • rotation angle, with a rotation interval of 1 • and pixel size of 18 µm resolution. From the data measurement with SkyScan software (Version 1.4.4, Kontich, Belgium), a cylindrical region of interest (ROI) 5 mm in diameter within the CSD site was selected for analysis. The volume and diameter of the bone growth were measured as the new bone volume fraction (%). The scanned cranial bone data were then reconstructed by Mimics software (Version 4.0, Materialise NV, Leuven, Belgium) to obtain high-quality 3D reconstructions. For clear identification, the original cranial bone and new bone were colored gray and light blue, respectively.
Statistical Analysis
The results of mechanical and in vivo implantation experiments are given as the mean viability value ± standard deviation. Analysis of one-way variance (ANOVA) was conducted to evaluate the statistical significance of differences. Differences at p ≤ 0.05 were considered to be statistically significant. Figure 3 presents the optical micrographs of the as-cast, as-homogenized, as-extruded and as-rolled specimens. For the ECO505 billet, abundant MgZn 2 particles (the main secondary phase in Mg-Zn-Zr alloy) distributed along the grain boundary can be seen. These brittle secondary phases might affect the hot-working behavior of the Mg alloy. Prasad et al. suggested that applying a homogenization heat treatment can dissolve the intermetallic particles and improve the hot workability [21] . In the present study, after a homogenization treatment at 380 • C for 12 h, most of the MgZn 2 phases were dissolved into the Mg matrix. The microstructure of the homogenized specimen was characterized as equiaxed grains with an average grain size of about 90 µm. Figure 3d shows a typical extrusion feature, in which dynamic recrystallization (DRX) grains, with an average grain-size of about 15 µm, can be observed in the matrix. Figure 3e ,f show macrograph and optical images of the ARRm. With respect to the macrograph, the ARRm showed no cracks, voids or severe-edge cracking. Its microstructure was fully evolved to a fine DRX microstructure without twins or other harmful defects, the average grain size of which was around 4.8 µm. The alloying elemental compositions of the ARRm are presented in Table 1 . As seen, ARRm contains low amounts of noble impurities (such as Fe, Cr, Ni, Cu) and shows an acceptable level, indicating that the metallurgy and plastic deformation process in this work are feasible. shows a typical extrusion feature, in which dynamic recrystallization (DRX) grains, with an average grain-size of about 15 μm, can be observed in the matrix. Figure 3e ,f show macrograph and optical images of the ARRm. With respect to the macrograph, the ARRm showed no cracks, voids or severe-edge cracking. Its microstructure was fully evolved to a fine DRX microstructure without twins or other harmful defects, the average grain size of which was around 4.8 μm. The alloying elemental compositions of the ARRm are presented in Table 1 . As seen, ARRm contains low amounts of noble impurities (such as Fe, Cr, Ni, Cu) and shows an acceptable level, indicating that the metallurgy and plastic deformation process in this work are feasible. Figure 4 shows the hardness variation curves of the ARRm samples isothermally heat treated at 340, 360, 380, 400 and 420 • C for 1 h. For the specimens heat treated at 360 • C, the hardness value slightly decreased to 85 HV, which indicates insufficient solid solution efficiency. The hardness value decreased with increasing heat treatment temperature, particularly for specimens heat treated at temperatures higher than 380 • C. For the treatment temperature of 380 • C, the matrix was significantly softened (65 HV) than 340 • C and 360 • C treated groups. This phenomenon also means that the brittle secondary phases can be easily dissolved at 380 • C; therefore, we selected the temperature control of 380 • C for the ARRm heat-treatment process.
Results and Discussion
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Metals 2017, 7, 481 7 of 18 Figure 4 shows the hardness variation curves of the ARRm samples isothermally heat treated at 340, 360, 380, 400 and 420 °C for 1 h. For the specimens heat treated at 360 °C, the hardness value slightly decreased to 85 HV, which indicates insufficient solid solution efficiency. The hardness value decreased with increasing heat treatment temperature, particularly for specimens heat treated at temperatures higher than 380 °C. For the treatment temperature of 380 °C, the matrix was significantly softened (65 HV) than 340 °C and 360 °C treated groups. This phenomenon also means that the brittle secondary phases can be easily dissolved at 380 °C; therefore, we selected the temperature control of 380 °C for the ARRm heat-treatment process. Figure 5 shows the microstructure evolution of ARRm isothermally heat treated at 380 °C for 1 h, 2 h, 4 h and 10 h, the characteristics of which were used to determine the optimum heat treatment time. Both the ARRm-380 °C_1 h and ARRm-380 °C_2 h featured many fine recrystallized grains, revealing that the fully recovered matrices had equiaxed grains with an average grain size of 5.6 μm and 7.8 μm, respectively. The average grain sizes of ARRm-380 °C_4 h and ARRm-380 °C_10 h significantly grew to 18 μm and 26 μm, respectively. Notably, the tensile properties of ARRm-380 °C_1 h and ARRm-380 °C_2 h showed an obvious improvement in elongation (see Figure 5e and Table 2 ). According to many previous reports, this improvement is related to the grain boundary sliding (GBS) phenomenon. GBS always occurs in fine-grained microstructures with a grain size smaller than 10 μm [22] . With further increases in treatment time, the time variation significantly altered the microstructure and tensile elongation. The tensile results clearly indicate that the mechanical behavior of ARRm improved with increases in the 380 °C heating duration until 2 h. Prolonging the heating duration of the ARRm heat treatment beyond 4 h led to a serious drop in elongation and yield strength behavior. Obviously, the specimens heat treated at 380 °C for 4 h and 10 h had lower yield strengths (189 MPa and 179 MPa, respectively) and elongations (11.2% and 11.1%, respectively) and displayed the overheating condition, as evidenced by their big grain sizes not being able to trigger GBS. Considering the application requirements, the elongation of the regeneration membrane must be optimized for the clinical pre-bending procedure. In the present cases, the ARRm-380 °C_2 h specimen not only maintained a small grain size, but the brittle MgZn2 particles also dissolved, yielding a synergistic effect that provided the best elongation of 20.2%. Therefore, the heat-treatment parameter of 380 °C for 2 h can be considered as the optimal condition for ARRm, and was named ARRm-H380 to show its representative meaning. Figure 5 shows the microstructure evolution of ARRm isothermally heat treated at 380 • C for 1 h, 2 h, 4 h and 10 h, the characteristics of which were used to determine the optimum heat treatment time. Both the ARRm-380 • C_1 h and ARRm-380 • C_2 h featured many fine recrystallized grains, revealing that the fully recovered matrices had equiaxed grains with an average grain size of 5.6 µm and 7.8 µm, respectively. The average grain sizes of ARRm-380 • C_4 h and ARRm-380 • C_10 h significantly grew to 18 µm and 26 µm, respectively. Notably, the tensile properties of ARRm-380 • C_1 h and ARRm-380 • C_2 h showed an obvious improvement in elongation (see Figure 5e and Table 2 ). According to many previous reports, this improvement is related to the grain boundary sliding (GBS) phenomenon. GBS always occurs in fine-grained microstructures with a grain size smaller than 10 µm [22] . With further increases in treatment time, the time variation significantly altered the microstructure and tensile elongation. The tensile results clearly indicate that the mechanical behavior of ARRm improved with increases in the 380 • C heating duration until 2 h. Prolonging the heating duration of the ARRm heat treatment beyond 4 h led to a serious drop in elongation and yield strength behavior. Obviously, the specimens heat treated at 380 • C for 4 h and 10 h had lower yield strengths (189 MPa and 179 MPa, respectively) and elongations (11.2% and 11.1%, respectively) and displayed the overheating condition, as evidenced by their big grain sizes not being able to trigger GBS. Considering the application requirements, the elongation of the regeneration membrane must be optimized for the clinical pre-bending procedure. In the present cases, the ARRm-380 • C_2 h specimen not only maintained a small grain size, but the brittle MgZn 2 particles also dissolved, yielding a synergistic effect that provided the best elongation of 20.2%. Therefore, the heat-treatment parameter of 380 • C for 2 h can be considered as the optimal condition for ARRm, and was named ARRm-H380 to show its representative meaning. Figure 6a ,b show the surface morphologies of the fluoride coatings deposited on the ARRm and ARRm-H380 substrate (named ARRm-F24 h and ARRm-H380-F24 h, respectively). The coatings on both surfaces were neat and clean, without obvious coating defects or particle contaminants. The growth reactions of the fluoride conversion coating on the magnesium surface are described in the following:
Effect of Solid-Solution Treatment and Fluoride Coating on Anti-Corrosion Ability of Mg Regeneration Membrane
Mg(OH)2 + 2HF → 2H2O+ MgF2↓, ΔG = −232.14 kJ
The EDS spectrums of the ARRm-F24 h and ARRm-H380-F24 h specimen confirm the presence of the MgF2 on the surface, moreover, the fluorine amount of ARRm-H380-F24 h is significantly higher than ARRm-F24 h. ARRm-F24 h possessed only a 1.6 μm fluoride layer, while Figure 6a ,b show the surface morphologies of the fluoride coatings deposited on the ARRm and ARRm-H380 substrate (named ARRm-F24 h and ARRm-H380-F24 h, respectively). The coatings on both surfaces were neat and clean, without obvious coating defects or particle contaminants. The growth reactions of the fluoride conversion coating on the magnesium surface are described in the following:
Mg → Mg 2+ + 2e
Mg(OH) 2 + 2HF → 2H 2 O+ MgF 2 ↓, ∆G = −232.14 kJ
The EDS spectrums of the ARRm-F24 h and ARRm-H380-F24 h specimen confirm the presence of the MgF 2 on the surface, moreover, the fluorine amount of ARRm-H380-F24 h is significantly higher than ARRm-F24 h. ARRm-F24 h possessed only a 1.6 µm fluoride layer, while ARRm-H380-F24 h possessed a 2.3 µm fluoride layer, as shown in Figure 6e ,f, respectively. According to our previous work, the fluoride coating of the Mg-Zn-Zr series alloy is composed of nano-MgF 2 and MgZn 2 , with the distribution and homogeneity of the latter playing a key role in the coating formation mechanism [20] . Interestingly, the heat-treated specimens offered a 1.44-fold higher coating conversion efficiency, and consequently obtained a thicker coating structure than the non-heat-treated specimens. Generally speaking, a thick and dense coating offers better anti-corrosion performance. ARRm-H380-F24 h possessed a 2.3 μm fluoride layer, as shown in Figure 6e ,f, respectively. According to our previous work, the fluoride coating of the Mg-Zn-Zr series alloy is composed of nano-MgF2 and MgZn2, with the distribution and homogeneity of the latter playing a key role in the coating formation mechanism [20] . Interestingly, the heat-treated specimens offered a 1.44-fold higher coating conversion efficiency, and consequently obtained a thicker coating structure than the non-heat-treated specimens. Generally speaking, a thick and dense coating offers better anti-corrosion performance. In-vitro electrochemical polarization tests are commonly used to evaluate the corrosion resistance of biodegradable metals. For the electrochemical reaction of the Mg alloy, the cathodic reaction mentioned above (Equation (2)) is the water-reduction reaction, which is also closely related to the driving force of hydrogen gas evolution; meanwhile, the anodic reaction represents the oxidation driving force of the α-Mg matrix (Equation (1)). Figure 7 shows the typical polarization curves of each experimental group in the r-SBF solution at 37 °C. The corrosion current density (Icorr) is the most important electrochemical parameter, and is often used to calculate polarization resistance (Rp) [23] . Icorr can be derived via the intersection point of Ecorr and the cathodic extrapolation line. Thereafter, Rp can be calculated using the Stern-Geary equation, the results of which are listed in Table  3 . In-vitro electrochemical polarization tests are commonly used to evaluate the corrosion resistance of biodegradable metals. For the electrochemical reaction of the Mg alloy, the cathodic reaction mentioned above (Equation (2)) is the water-reduction reaction, which is also closely related to the driving force of hydrogen gas evolution; meanwhile, the anodic reaction represents the oxidation driving force of the α-Mg matrix (Equation (1)). Figure 7 shows the typical polarization curves of each experimental group in the r-SBF solution at 37 • C. The corrosion current density (I corr ) is the most important electrochemical parameter, and is often used to calculate polarization resistance (R p ) [23] . I corr can be derived via the intersection point of E corr and the cathodic extrapolation line. Thereafter, R p can be calculated using the Stern-Geary equation, the results of which are listed in Table 3 .
Among the ARRm, ARRm-F24 h, ARRm-H380 and ARRm-H380-F24 h groups, the ARRm unmodified group showed the highest I corr and lowest R p of 31.6 µA/cm 2 and 1046 Ω·cm 2 , respectively, which indicates that it might encounter severe oxidation and corrosion in a physiological electrolytic environment. After solid-solution heat treatment, the MgZn 2 phases decomposed and dissolved into the α-Mg matrix of ARRm-H380 (fewer micro-galvanic couples), resulting in a lower I corr (21.2 µA/cm 2 ) than ARRm. Moreover, the significant change in current slope suggests that the ARRm-H380 microstructures had the passivation behavior, which indicates that a protective oxide film formed on the surface [24] . This protective oxide film can inhibit aggressive ions from penetrating and reacting with the inner metal surface, thereby reducing the risk of forming hydrogen cavities and releasing highly-concentrated alkali ions [25] . Both the cathodic and anodic current densities were significantly reduced in the presence of the MgF 2 coating; in particular, ARRm-H380-F24 h offered the highest corrosion resistance and lowest anodic current density, and featured a wide passivation window (E break − E corr ), indicating that the solid-solution heat treatment could further trigger better coating quality, performance and the overall anti-corrosion ability.
where I corr is the corrosion current density, while β a and β c are the anodic and cathodic slopes, respectively, as obtained from the Tafel region. where Icorr is the corrosion current density, while βa and βc are the anodic and cathodic slopes, respectively, as obtained from the Tafel region. Among the ARRm, ARRm-F24 h, ARRm-H380 and ARRm-H380-F24 h groups, the ARRm unmodified group showed the highest Icorr and lowest Rp of 31.6 μA/cm 2 and 1046 Ω·cm 2 , respectively, which indicates that it might encounter severe oxidation and corrosion in a physiological electrolytic environment. After solid-solution heat treatment, the MgZn2 phases decomposed and dissolved into the α-Mg matrix of ARRm-H380 (fewer micro-galvanic couples), resulting in a lower Icorr (21.2 μA/cm 2 ) than ARRm. Moreover, the significant change in current slope suggests that the ARRm-H380 microstructures had the passivation behavior, which indicates that a protective oxide film formed on the surface [24] . This protective oxide film can inhibit aggressive ions from penetrating and reacting with the inner metal surface, thereby reducing the risk of forming hydrogen cavities and releasing highly-concentrated alkali ions [25] . Both the cathodic and anodic current densities were significantly reduced in the presence of the MgF2 coating; in particular, ARRm-H380-F24 h offered the highest corrosion resistance and lowest anodic current density, and featured a wide passivation window (Ebreak − Ecorr), indicating that the solid-solution heat treatment could further trigger better coating quality, performance and the overall anti-corrosion ability. In our previous work, a duplex modified (microstructure modified and surface coated) Mg-Zn-Zr alloy was developed [20] . Although this material exhibited improved anti-corrosion behavior, the importance of the solid-solution heat treatment for fluoride conversion has not been discussed. To further understand the effect of pre-solid-solution heat treatment, the protection efficiency percentage (PE%) is employed to elucidate the importance and contribution of this novel fabrication process. The PE value of the fluoride coating grown on the ARRm substrate was found to be smaller (~80.3%) than that of the ARRm-H380 substrate (~93.8%); this may be due to the latter having superior coating homogeneity and a thicker coating. It is worth noting that the solid-solution heat treatment can balance the potential difference between the MgZn2 particles and Mg matrix. Moreover, owing to hydrogen gas evolution usually occurring at the micro-cathode site, the solid-solution heat treatment can also prevent the formation of a coating-depletion region on un-dissolved MgZn2 particles, resulting in higher coating efficiency and protection ability (as shown in Figures 6 and 7) . In our previous work, a duplex modified (microstructure modified and surface coated) Mg-Zn-Zr alloy was developed [20] . Although this material exhibited improved anti-corrosion behavior, the importance of the solid-solution heat treatment for fluoride conversion has not been discussed. To further understand the effect of pre-solid-solution heat treatment, the protection efficiency percentage (PE%) is employed to elucidate the importance and contribution of this novel fabrication process.
The PE value of the fluoride coating grown on the ARRm substrate was found to be smaller (~80.3%) than that of the ARRm-H380 substrate (~93.8%); this may be due to the latter having superior coating homogeneity and a thicker coating. It is worth noting that the solid-solution heat treatment can balance the potential difference between the MgZn 2 particles and Mg matrix. Moreover, owing to hydrogen gas evolution usually occurring at the micro-cathode site, the solid-solution heat treatment can also prevent the formation of a coating-depletion region on un-dissolved MgZn 2 particles, resulting in higher coating efficiency and protection ability (as shown in Figures 6 and 7) . 
Effect of Clinical Pre-Bending Procedure on Corrosion Rate and Behavior of Mg Regeneration Membrane
Considering the practical application of the dental GBR procedure, dentists need to bend (inducing strain and residual stress) the regeneration membrane to fit the alveolar ridge [5] . However, Mg-based alloys generally have a known issue, namely the stress-corrosion cracking (SCC) phenomenon, which can accelerate localized corrosion and further cause early failure of the materials [26] . Therefore, the additional effect of bending residual stress on Mg regeneration membranes must be considered and examined before clinical trial. To realize the effect of bending-corrosion behavior, un-bent/r-SBF immersion and pre-bent/r-SBF immersion experiments are discussed in the following.
The un-bent/immersion experiment was carried out at 37 • C in r-SBF for 1, 2 and 4 weeks. Figure 8a shows the corrosion rate data calculated from the normal/immersion test. During the testing period, the corrosion rates of the modified samples were significantly higher than those of the unmodified samples, the corrosion-trend sequence of which from fast to slow corrosion is: ARRm > ARRm-H380 > ARRm-F24 h > ARRm-H380-F24 h. In addition, the corrosion trends of the immersion and electrochemical tests were identical. Figure 8b shows typical corroded surfaces of the different samples tested in r-SBF. The surface corrosion morphologies of the ARRm-H380 and ARRm-H380-F24 h specimens after 1, 3 and 7 days immersion shows the most homogeneous corrosion morphology. By contrast, localized corrosion, characterized by severe oxidation from the surface to the interior of the matrix, can be observed in the ARRm and ARRm-F24 h samples. 
The un-bent/immersion experiment was carried out at 37 °C in r-SBF for 1, 2 and 4 weeks. Figure 8a shows the corrosion rate data calculated from the normal/immersion test. During the testing period, the corrosion rates of the modified samples were significantly higher than those of the unmodified samples, the corrosion-trend sequence of which from fast to slow corrosion is: ARRm > ARRm-H380 > ARRm-F24 h > ARRm-H380-F24 h. In addition, the corrosion trends of the immersion and electrochemical tests were identical. Figure 8b shows typical corroded surfaces of the different samples tested in r-SBF. The surface corrosion morphologies of the ARRm-H380 and ARRm-H380-F24 h specimens after 1, 3 and 7 days immersion shows the most homogeneous corrosion morphology. By contrast, localized corrosion, characterized by severe oxidation from the surface to the interior of the matrix, can be observed in the ARRm and ARRm-F24 h samples. Figure 9 presents the corrosion macrograph and micrographs of pre-bent/r-SBF immersion specimens. There are two regions of note on the pre-bent specimens. Firstly, the top surface of the strained area is where large tensile stress is located. Only the ARRm specimen displays poor anti-stress corrosion performance, as compared with the other three specimens. Secondly, due to the heterogeneous contact interface of the nylon screw fixation site, crevice corrosion might be triggered. According to related reports, Ghali et al. stated that crevice corrosion could be initiated due to the different hydrolysis rates between the heterogeneous contact interface of Mg alloys. Accordingly, the formation of Mg(OH) 2 could affect the corrosion driving force between the Mg regeneration membrane/screw interface in the crevices [27] . As seen in Figure 9a , the screw fixation interface of the ARRm, ARRm-F24 h, and ARRm-H380 specimens display severe crevice corrosion and accumulation of corrosion-product morphologies; however, the corrosion damage of the heat-treated sample (ARRm-H380) was clearly less than that of the ARRm and ARRm-F24 h samples. Notably, ARRm-H380-F24 h showed a satisfactory crevice corrosion-resistant behavior without significant corrosion damage, confirming that the solid-solution heat treatment can improve crevice-corrosion resistance.
Metals 2017, 7, 481 12 of 18 Figure 9 presents the corrosion macrograph and micrographs of pre-bent/r-SBF immersion specimens. There are two regions of note on the pre-bent specimens. Firstly, the top surface of the strained area is where large tensile stress is located. Only the ARRm specimen displays poor anti-stress corrosion performance, as compared with the other three specimens. Secondly, due to the heterogeneous contact interface of the nylon screw fixation site, crevice corrosion might be triggered. According to related reports, Ghali et al. stated that crevice corrosion could be initiated due to the different hydrolysis rates between the heterogeneous contact interface of Mg alloys. Accordingly, the formation of Mg(OH)2 could affect the corrosion driving force between the Mg regeneration membrane/screw interface in the crevices [27] . As seen in Figure 9a , the screw fixation interface of the ARRm, ARRm-F24 h, and ARRm-H380 specimens display severe crevice corrosion and accumulation of corrosion-product morphologies; however, the corrosion damage of the heat-treated sample (ARRm-H380) was clearly less than that of the ARRm and ARRm-F24 h samples. Notably, ARRm-H380-F24 h showed a satisfactory crevice corrosion-resistant behavior without significant corrosion damage, confirming that the solid-solution heat treatment can improve crevice-corrosion resistance. After immersion in r-SBF for 1 week, the corrosion trends from the un-bent/immersion and pre-bent/immersion tests were the same ( Figure 10) ; however, the corrosion rates calculated from the pre-bent/immersion test were higher than those calculated from un-bent/immersion test. This can be After immersion in r-SBF for 1 week, the corrosion trends from the un-bent/immersion and pre-bent/immersion tests were the same ( Figure 10) ; however, the corrosion rates calculated from the pre-bent/immersion test were higher than those calculated from un-bent/immersion test. This can be logically explained by the effects of the bending residual stress and heterogeneous interface (screw fixation site), which can further accelerate the corrosion reaction.
Figure 10.
Corrosion rates calculated from un-bent/immersion (marked as normal) and pre-bent/immersion test (marked as pre-bending).
Relatively higher degradation rates for the non-coated series groups (namely ARRm and ARRm-H380) were found, which suffered aggressive corrosion by chlorine and/or other reactive ions. By comparison, after the H380 treatment, the specimens showed relatively lighter corrosion than the untreated ARRm. Moreover, the results also indicate that the fluoride coatings formed on the H380-treated specimens are denser and have fewer defects, thereby providing lower corrosion rates. As such, it is of great significance to reduce the secondary phase of the Mg alloy substrate (the contribution of H380), in order to improve the coating integrity and its protection against corrosion. Song et al. reported similar outcomes, where pre-solid-solution treatment could effectively improve the coating integrity of a Mg-2Zn-Mn-Ca-Ce alloy [28] . Considering that the performance of the heat-treated samples was superior, the following animal experiments only used the ARRm-H380 and ARRm-H380-F24 h alloys to examine the practicability.
In Vivo Degradation and Bone Healing Situation
During the implantation period, all experimental rats showed good health and wound healing until the end of this research. There were no severe side effects, obvious weight reduction, allergies, rejection and postoperative infection in the rats. Figure 11 shows the hydrogen accumulation phenomenon in the ARRm-H380 group after 4 weeks and 12 weeks of implantation. As can be seen, the photograph shows that ARRm-H380 produced a subcutaneous hydrogen gas cavity, indicating that the degradation amount of ARRm-H380-F24 h was significantly lower than ARRm-H380. The generation of hydrogen gas cavity is inevitable, due to the nature of Mg corrosion. This issue might cause swollen feeling at implanted area. Fortunately, swollen feeling can be minimized by subcutaneous puncture procedure (to leak the hydrogen cavity). As shown in Figure 12 , the difference in degradation between ARRm-H380 and ARRm-H380-F24 h lies in the corrosion behavior. Whereas the ARRm-H380 sample showed a homogenous corrosion morphology, resulting in an evenly corroded cross-section, the ARRm-H380-F24 h specimen showed a localized corrosion morphology due to the corrosive factors penetrating into the substrate at the weak points in the fluoride coating [29] . Therefore, the weak points corroded first, after which they evolved into localized corrosion pits and/or holes. Furthermore, the thickness and weight retention of the degraded ARRm-H380-F24 h was significantly thicker and heavier than the degraded ARRm-H380, which means that the degradation and amount of released Mg ions of ARRm-H380-F24 h were relatively lower than for ARRm-H380. As shown in Figure 12 , the difference in degradation between ARRm-H380 and ARRm-H380-F24 h lies in the corrosion behavior. Whereas the ARRm-H380 sample showed a homogenous corrosion morphology, resulting in an evenly corroded cross-section, the ARRm-H380-F24 h specimen showed a localized corrosion morphology due to the corrosive factors penetrating into the substrate at the weak points in the fluoride coating [29] . Therefore, the weak points corroded first, after which they evolved into localized corrosion pits and/or holes. Furthermore, the thickness and weight retention of the degraded ARRm-H380-F24 h was significantly thicker and heavier than the degraded ARRm-H380, which means that the degradation and amount of released Mg ions of ARRm-H380-F24 h were relatively lower than for ARRm-H380. As shown in Figure 12 , the difference in degradation between ARRm-H380 and ARRm-H380-F24 h lies in the corrosion behavior. Whereas the ARRm-H380 sample showed a homogenous corrosion morphology, resulting in an evenly corroded cross-section, the ARRm-H380-F24 h specimen showed a localized corrosion morphology due to the corrosive factors penetrating into the substrate at the weak points in the fluoride coating [29] . Therefore, the weak points corroded first, after which they evolved into localized corrosion pits and/or holes. Furthermore, the thickness and weight retention of the degraded ARRm-H380-F24 h was significantly thicker and heavier than the degraded ARRm-H380, which means that the degradation and amount of released Mg ions of ARRm-H380-F24 h were relatively lower than for ARRm-H380. Figure 13 presents the 3D reconstruction images derived from the µ-CT analysis. The sham group showed no significant new bone regeneration; a bone fracture of the 5 mm size-level defect can not be healed because the rat cranial bone lacks blood supply and muscle tissue. However, a remarkable new bone-regeneration phenomenon can be observed in the ARRm-H380 group after 4 weeks and 12 weeks implantation. In comparison, the ARRm-H380-F24 h group showed relatively lower new bone-regeneration capability than with ARRm-H380.
as an effective factor for bone growth. Moreover, with respect to the statistical data (Figure 13b) , it seems clear that the bone-regenerative capability of the Mg-based regeneration membrane accelerated bone tissue formation. The new bone volume fraction with the ARRm-H380 membrane approached almost 100% after 12 weeks implantation. Previous reports have verified that Mg ions act as a stimulator to enhance cell proliferation and migration, and that the functional biochemical stimulation of Mg ions can improve wound healing in vitro and in vivo [7, 30] . To the best of our knowledge, this report is the first to discover that Mg-based materials are capable of being applied in dentistry with excellent outcomes. This suitability could be attributed to the excellent mechanical structuring function and appropriate degradation properties of modified ECO505 (especially ARRm-H380 and ARRm-H380-F24 h). In this study, we demonstrated the first report of the promoting effect for bone healing of the cranial bone in SD rats using modified ECO505 magnesium alloy to acquire the proper magnesium releasing concentration for bone tissue regeneration. According to the referenced articles and the study reported here, we created a representative illustration to demonstrate the promoting mechanism (see Figure 14) . These results verified that the ARRm-H380 possessed a proper Mg-releasing ability to stimulate and enhance the regeneration of the bone defect areas, which is one of the key success factors for a GBR material. Although ARRm-H380-F24 h showed relatively lower bone-regeneration ability, its delayed degradation characterization can be effectively applied in older patients who generally require more recovery time. Therefore, this research successfully provides two future therapy solutions for different patients or therapy demands, namely short implantation period with ultra-fast healing effect, and long implantation period with moderate healing effect. Interestingly, in comparing Figures 12 and 13 , it appears that a higher degradation amount of Mg substrate leads to superior bone regeneration ability. Hence, our results indicate that Mg ions act as an effective factor for bone growth. Moreover, with respect to the statistical data (Figure 13b) , it seems clear that the bone-regenerative capability of the Mg-based regeneration membrane accelerated bone tissue formation. The new bone volume fraction with the ARRm-H380 membrane approached almost 100% after 12 weeks implantation. Previous reports have verified that Mg ions act as a stimulator to enhance cell proliferation and migration, and that the functional biochemical stimulation of Mg ions can improve wound healing in vitro and in vivo [7, 30] . To the best of our knowledge, this report is the first to discover that Mg-based materials are capable of being applied in dentistry with excellent outcomes. This suitability could be attributed to the excellent mechanical structuring function and appropriate degradation properties of modified ECO505 (especially ARRm-H380 and ARRm-H380-F24 h).
In this study, we demonstrated the first report of the promoting effect for bone healing of the cranial bone in SD rats using modified ECO505 magnesium alloy to acquire the proper magnesium releasing concentration for bone tissue regeneration. According to the referenced articles and the study reported here, we created a representative illustration to demonstrate the promoting mechanism (see Figure 14) . These results verified that the ARRm-H380 possessed a proper Mg-releasing ability to stimulate and enhance the regeneration of the bone defect areas, which is one of the key success factors for a GBR material. Although ARRm-H380-F24 h showed relatively lower bone-regeneration ability, its delayed degradation characterization can be effectively applied in older patients who generally require more recovery time. Therefore, this research successfully provides two future therapy solutions for different patients or therapy demands, namely short implantation period with ultra-fast healing effect, and long implantation period with moderate healing effect. The mechanical properties of the coarse-grained microstructure (ARRm-380 °C_4 h and ARRm-380 °C_10 h) are not reliable for practical application. 3. ARRm-H380 can form a better fluoride coating quality on substrates than non-heat-treated ARRm substrate, thereby showing a higher gain of PE value (93.8%) and corrosion resistance (56 kΩ·cm 2 ). 4. ARRm-H380 and ARRm-H380-F24 h specimens can effectively enhance corrosion resistance and minimize the effects of stress corrosion and crevice corrosion, and so constitutes promising candidates for regeneration membrane treatment. 5. ARRm-H380 had a significant positive influence on new bone regeneration, where the CSD could heal almost 100% after 12 weeks implantation. In addition, although ARRm-H380-F24 h showed relatively lower bone regeneration ability, it nevertheless exhibited better long-term corrosion resistance than ARRm-H380. 
Conclusions
1.
The environmentally friendly ECO505 material was successfully developed as the raw material of a novel Mg-based regeneration membrane.
2.
The H380 solid-solution treatment could lead to the recovery of the matrix, refinement and reduction of the MgZn 2 secondary phases while enhancing elongation. Optimization of the solid-solution heat treatment requires the precisely controlled condition of 380 • C_2 h to prevent excessive grain growth in the ARRm material, resulting in ultimate elongation (20.2%). The mechanical properties of the coarse-grained microstructure (ARRm-380 • C_4 h and ARRm-380 • C_10 h) are not reliable for practical application. 3.
ARRm-H380 can form a better fluoride coating quality on substrates than non-heat-treated ARRm substrate, thereby showing a higher gain of PE value (93.8%) and corrosion resistance (56 kΩ·cm 2 ). 4.
ARRm-H380 and ARRm-H380-F24 h specimens can effectively enhance corrosion resistance and minimize the effects of stress corrosion and crevice corrosion, and so constitutes promising candidates for regeneration membrane treatment.
5.
ARRm-H380 had a significant positive influence on new bone regeneration, where the CSD could heal almost 100% after 12 weeks implantation. In addition, although ARRm-H380-F24 h showed relatively lower bone regeneration ability, it nevertheless exhibited better long-term corrosion resistance than ARRm-H380.
